A concern during the early AIDS epidemic was the lack of a test to identify individuals who carried the virus. The first HIV antibody test, developed in 1985, was designed to screen blood products, not to diagnose AIDS. The first-generation assays detected IgG antibody and became positive 6 to 12 weeks postinfection. False-positive results occurred; thus, a two-test algorithm was developed using a Western blot or immunofluorescence test as a confirmatory procedure. The second-generation HIV test added recombinant antigens, and the third-generation HIV tests included IgM detection, reducing the test-negative window to approximately 3 weeks postinfection. Fourth- and fifth-generation HIV assays added p24 antigen detection to the screening assay, reducing the test-negative window to 11 to 14 days. A new algorithm addressed the fourth-generation assay’s ability to detect both antibody and antigen and yet not differentiate between them. The fifth-generation HIV assay provides separate antigen and antibody results and will require yet another algorithm. HIV infection may now be detected approximately 2 weeks postexposure, with a reduced number of false-positive results.

A testing algorithm where reactive specimens were repeated in duplicate was developed. If one or both of the duplicates were reactive, the confirming procedure was performed. Only specimens that were repeatedly reactive in the screening test and reactive by the confirmatory test had a final interpretation as positive. Positive predictive value of a reactive HIV screening test could be less than 50% in low-risk populations. Clearly, there was a need for better tests that could be used for the diagnosis of HIV infection.

**Second- and third-generation HIV tests.** Second-generation HIV tests, developed in the late 1980s, improved the specificity and thus the positive predictive value of the screening procedures by adding recombinant antigens, specifically HIV-1 p24, to the antigen milieu. Often manufacturers added an HIV-2 protein and an HIV-1 group O protein to the antigen preparation in order to detect antibodies to those viruses. HIV-2 and HIV-1 group O viruses are found primarily in West Africa but have been reported worldwide. These second-generation assays reduced the antibody-negative window to 4 to 6 weeks postinfection. Since these assays could detect HIV-2 antibody in addition to HIV-1 antibody, HIV-2 confirmatory testing was added to the algorithm (Fig. 1). The addition of IgM detection to the assay procedure resulted in the third-generation HIV test. While specific IgM detection had not been clinically useful, the IgG/IgM combination reduced the antibody-negative window to approximately 3 weeks postinfection. A p24 antigen detection ELISA, which detected the virus as early as 2 weeks postinfection, also could be performed. The overall testing algorithm remained the same, how-

---

**Human Immunodeficiency Virus Diagnostic Testing: 30 Years of Evolution**

Thomas S. Alexander

Summa Health, Department of Pathology and Laboratory Medicine, Akron, Ohio, USA, and Northeast Ohio Medical University, Rootstown, Ohio, USA

Copyright © 2016, American Society for Microbiology. All Rights Reserved.

Address correspondence to alexandt@summahealth.org.


Editor: M. F. Pasetti

Accepted manuscript posted online 2 March 2016

http://cvi.asm.org/ on December 2, 2019 by guest
Fourth-generation HIV tests. In the late 1990s, manufacturers developed HIV assays that combined antibody and antigen detection. As before, these were ELISA and chemiluminescence-based procedures. These tests reduced the test-negative window to approximately 2 weeks. While both antibody and antigen were detected in these procedures, the test gave only a single result and did not differentiate whether a positive result was due to the presence of the HIV-1 p24 antigen or due to the presence of antibody to HIV-1 or -2. While these tests had been used outside the United States for many years, the first fourth-generation procedure cleared by the FDA was the Abbott Architect method, which was approved in August 2010. Chavez et al. found that the Architect had a sensitivity of 99.94% and a repeat testing specificity of 99.5% in a cohort of 3,386 HIV-infected individuals, 7,551 uninfected subjects, and 58 patients with acute HIV infection (11). Bio-Rad’s fourth-generation GS ELISA was FDA cleared in 2011. The GS ELISA was evaluated on 9,150 specimens and showed 100% sensitivity and 99.9 to 100% specificity (10). Siemen’s ADVIA fourth-generation assay, to be used on the Centaur instrument, was approved in 2015. Siemen’s package insert shows an antibody sensitivity of 100%, an antigen sensitivity of 97.87%, and a specificity of 99.69% (http://www.fda.gov/downloads/BiologicsBloodVaccines/BloodBloodProducts/ApprovedProducts/PremarketApprovalsPMAs/UCM450406.pdf).

When the fourth-generation HIV tests were adopted in the United States, a new testing algorithm was needed. Follow-up testing required both antigen and antibody detection. The Western blot assay, which has a 4- to 6-week antibody-negative window, may yield false negatives in patients with early infection who could be identified with a fourth-generation assay. Thus, the Western blot assay would be replaced by an HIV antibody differentiation assay. Initially, the CDC had proposed two separate fourth-generation testing algorithms: one for areas of low risk for HIV infection and one for areas of high risk. In 2014, however, a single algorithm was finalized (Fig. 2). The new algorithm followed the fourth-generation test with an HIV-1/2 differentiation procedure to determine whether the patient had antibodies to HIV-1 or HIV-2. Specimens that were repeatedly reactive by the fourth-generation assay and yet negative by the HIV-1/2 differentiation procedure were to be tested using an HIV-1 RNA qualitative PCR assay to determine if HIV-1 was present, causing a positive antigen result on the fourth-generation screening test. The molecular assay approved for this confirmation procedure is the Gen-Probe Aptima HIV-1 RNA assay. The current HIV viral load assays, while having improved sensitivity, have not been FDA approved for diagnostic use and are thus not recommended for use in this algorithm (S. Michele Owen, personal communication). Specimens that are negative by the molecular assay are considered to be false-negative screening results. The fourth-generation tests and algorithm have improved both sensitivity and specificity in detecting early HIV infection compared to those of the previous algorithm using the Western blot assay as the confirmatory procedure (12, 13) (Fig. 3).
approximately 3,500 HIV screening tests per year. Approximately 20 specimens per year were repeatedly reactive, and 8 to 10 of those were confirmed as truly HIV positive, resulting in a positive predictive value of 40 to 50% in a typical year during the time we performed the third-generation HIV ELISA. Through 25 January 2016, our volume for the fourth-generation assay has remained approximately 3,500 specimens per year. We had 79 repeatedly reactive specimens over the 5 years we have been performing that procedure. Fifty-six specimens were confirmed by confirmatory testing as being positive for either antibody to HIV-1 (51 specimens) or viral nucleic acid (5 specimens). These values yield a positive predictive value of 70.8%. Thus, while our annual total positivity rate has dropped since we instituted the fourth-generation assay, our positive predictive value has increased, suggesting a reduced number of specimens being reported as false positive. We also detected five acute infections that may have been missed using the third-generation test and algorithm. Similar results for the Architect procedure were recently reported by Muthukumar et al. (14). Positive predictive values may be increased further by determining a different cutoff value appropriate for the population to be tested (15).

**Fifth-generation HIV tests.** In 2015, the FDA approved the Bio-Rad BioPlex 2200 HIV Ag/Ab fifth-generation HIV screening test multiplex analysis method as a diagnostic assay. This test, like the fourth-generation procedures, detects both HIV antibody and the HIV-1 p24 antigen but provides separate results for each analyte. This assay will need a new algorithm, as there is no need for a supplemental HIV-1/2 differentiation assay for antibody-positive specimens because the test also provides separate results for HIV-1 and HIV-2 antibody. Specimens reactive only for the p24 antigen do not need an antibody confirming procedure, and specimens reactive only for antibody do not require an antigen confirmatory procedure. Salomon et al. evaluated the BioPlex fifth-generation assay and found 100% sensitivity and 99.5% specificity in a study of 1,505 patients (16). As of January 2016, the CDC has not published a fifth-generation testing algorithm.

**Rapid HIV assays.** The advent of HIV prophylactic treatments following an occupational blood or body fluid exposure, as well as a need to be able to provide HIV results to patients in a clinic or emergency room or during labor and delivery, set the stage for manufacturers to develop rapid HIV assays. These card-based assays have gone through the same first through third generations as the main screening tests. Tests have been developed for whole blood, serum, and oral fluid. The OraQuick method is a third-generation HIV antibody assay which is FDA waived and has also been approved for home testing (http://www.fda.gov/BiologicsBloodVaccines/BloodBloodProducts/ApprovedProducts/PremarketApprovalsPMAs/ucm311895.htm). Overall, the rapid tests perform well.

**FIG 3 Schematic representation of the 30-year evolution of HIV diagnostic assays.**

<table>
<thead>
<tr>
<th></th>
<th></th>
<th></th>
<th></th>
<th></th>
<th></th>
</tr>
</thead>
<tbody>
<tr>
<td><strong>Generation</strong></td>
<td>1st</td>
<td>2nd</td>
<td>3rd</td>
<td>4th</td>
<td>5th</td>
</tr>
<tr>
<td>Antigen (Ag) Source</td>
<td>Virus Infected Cell Lysate</td>
<td>Lysate &amp; Recombinant</td>
<td>Recombinant &amp; Synthetic peptides</td>
<td>Recombinant &amp; Synthetic peptides</td>
<td>Recombinant &amp; Synthetic peptides</td>
</tr>
<tr>
<td>Specificity</td>
<td>95-98%</td>
<td>≥99%</td>
<td>&gt;95.5%</td>
<td>99.5%</td>
<td>99.5%</td>
</tr>
<tr>
<td>Sensitivity</td>
<td>99%</td>
<td>≥99.5%</td>
<td>&gt;95.5%</td>
<td>&gt;98.8%</td>
<td>100%</td>
</tr>
<tr>
<td>Negative Window</td>
<td>8-10 weeks</td>
<td>4-6 weeks</td>
<td>2-3 weeks</td>
<td>2 weeks</td>
<td>2 weeks</td>
</tr>
<tr>
<td>Detects Antibody (Ab) and Ag</td>
<td>IgG Anti HIV-1 and IgG anti HIV-2</td>
<td>IgG and IgM anti HIV-1, HIV-2 and Group O</td>
<td>IgG and IgM anti HIV-1, HIV-2 and Group O. Also detects HIV-1 p24 Ag</td>
<td>IgG and IgM anti HIV-1, HIV-2 and Group O. Also detects HIV-1 p24 Ag</td>
<td></td>
</tr>
<tr>
<td>Results</td>
<td>Single result</td>
<td>Single result</td>
<td>Single result</td>
<td>Single result; does not differentiate Ab from Ag positivity</td>
<td>Separate HIV-1 and HIV 2 Ab and Ag results</td>
</tr>
<tr>
<td>Confirming Tests</td>
<td>HIV-1 western blot (WB) or immunofluorescence (IFA)</td>
<td>HIV-1 WB or IFA, HIV-2 ELISA and WB if HIV-1 confirm is negative</td>
<td>HIV-1 WB or IFA, HIV-2 ELISA and WB if HIV-1 confirm is negative</td>
<td>HIV-1.2 differentiation Assay followed by qualitative HIV-1 RNA PCR if differentiation assay is negative</td>
<td>Not determined at the time of this writing</td>
</tr>
</tbody>
</table>
HIV-1/2 semiautomated HIV-1/2 differentiation assay. Although the Geenius is a “rapid” assay, it is approved to be used only as a supplemental assay in the fourth-generation algorithm, not as a screening procedure. The Geenius has been reported to have a sensitivity of 100% and a specificity of 96% (17).

Currently there is a 4.5-generation rapid test, the Alere Determine HIV Ag-Ab Combo, which provides separate results for HIV antibody and antigen but does not differentiate HIV-1 antibody from HIV-2 antibody. Like the fifth-generation assay, this test would benefit from a different algorithm than has been developed for the fourth-generation tests. Faraoni et al. found this assay to have 100% specificity and positive predictive value with an overall sensitivity of 88.2% (18).

**Social aspects of HIV testing.** A complete discussion of the societal aspects of HIV testing is beyond the scope of this article; however, no discussion of the evolution of HIV testing can be complete without noting the social stigma originally associated with HIV infection and testing, the issue of mandatory versus voluntary testing, the legal restrictions concerning release of HIV testing-related information, and the eventual acceptance of HIV testing as part of routine medical practice. Most cases of AIDS were initially described in male homosexuals and intravenous drug users. Although heterosexual and blood product transmission was also documented, just having an HIV test was often interpreted as an indication that the patient was a member of a high-risk group. Many states, including Ohio, where I practice, passed laws requiring specific informed consent for HIV testing. Because of the high prevalence of HIV infection in two evaluations of a new HIV diagnostic testing algorithm, the issue of mandatory versus voluntary testing and/or counseling (http://www.cdc.gov/hiv/policies/law/states/index.html).

**Conclusions.** HIV testing has evolved from being used as a method to safeguard the blood supply to being offered as a routine diagnostic test. The major deficiencies of early HIV tests have largely been overcome with the advent of the fourth- and fifth-generation assays. The test-negative window from infection to detection has been reduced, positive predictive values have improved, and tests are available in a variety of formats. Testing algorithms need to be updated continually to be used appropriately with newer assays. HIV testing has progressed to where infection can be detected approximately 2 weeks postexposure, with a reduced number of false-positive results compared to those seen with the early HIV assays (Fig. 3). Despite the improvements in HIV testing, the oncologist I mentioned above would not be satisfied. There remains no specific diagnostic test for AIDS.

**ACKNOWLEDGMENTS**

I thank Marcela Pasetti and Morgan Douglas for helpful discussions and assistance with figure preparation.

I have received speaker honoraria and travel assistance from Bio-Rad, Inc.

**REFERENCES**


